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Subject: Voluntary Recall of HACH SteriChek “ Sensitive” Total Chloramines and Residual Chlorine Reagent Strips that may have been shipped to your facility.

Page 1 of 2Message

8/29/2008

  California Dialysis Council  

  1904 Naomi Place • Prescott, AZ 86303 • Phone: 928-717-1156 • Fax: 928-441-3857  

  NEWS 
  UPDATE 

  

Voluntary Recall of HACH SteriChek “ Sensitive” Total Chloramines and Residual Chlorine Reagent Strips
that may have been shipped to your facility.  

See attached notice from HACH 

This information is communicated to your facility at the request of the Centers for Medicare and  Medicare Services. 

Please take time to: 

Read this important recall notification  
Review your inventory and check to see if you have any test strips from the product code  and lot numbers listed on the ta
Take immediate action to pull the product from your stock and follow the directions for returned goods that are included 
the recall notification  
Pass this information on to your home hemodialysis departments  
Instruct your home hemodialysis patients to check their inventory for these test strips and   return them to you immediate
(they may need to obtain replacement strips from the unit)  
Share this recall notification with your Medical Director so that they may share the information with the acute dialysis 
services if appropriate   








